This paper presents an inertial microfluidic device with a simple serpentine micro-channel to continuously separate particles with high performance. Separation of micro/nano-particles has a variety of potential applications in biomedicine and industry. Among the existing separation technologies, a label-free technique without the use of antibody affinity, filter or centrifugation is highly desired to ensure minimal damage and alteration to the cells. Inertial microfluidics utilising hydrodynamic forces to separate particles is one of the most suitable label-free technologies with a high throughput. Our separation concept relies on size-based differential equilibrium positions of the particles perpendicular to the flow. Highly efficient separation is demonstrated with particles of different sizes. The results indicate that the proposed device has an integrative advantage to the existing microfluidic separation techniques, taking accounts of purity, efficiency, parallelizability, footprint, throughput and resolution. Our device is expected to be a good alternative to conventional separation methods for sample preparation and clinical diagnosis. P article separation has a wide range of industrial, biomedical and clinical applications such as wastewater purification, blood sample preparation and disease diagnosis 1 . Conventional macro-scale techniques such as physical filter and differential centrifugation have been used for this purpose. However, centrifugation is bulky, expensive, labour intensive and even dangerous because it contains components moving at high speed [2] [3] . Centrifugation is also limited by the heterogeneity of sample source. Furthermore, exposure to a high acceleration will likely alter the immunophenotype 4 and viability 5 of cells. Physical filters are prone to clogging, and frequent cleaning is labour intensive. Thus, a simple, low cost, more efficient and less offensive technique is desired. The recently emerged microfluidic technology is endeavoured to satisfy these demands.
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In microfluidics, continuous flow separation and sorting of particles are generally based on two basic concepts: the equilibrium separation and the kinetic separation [6] [7] . In the first concept, particles occupy different propertydependent equilibrium positions; whereas the second concept employs different transport speeds perpendicular to primary flow direction under an applied force field 3 . According to the manipulation force, particle separation can be categorized as active and passive techniques. Active techniques depend on external force fields [8] [9] [10] [11] [12] [13] [14] [15] . The input flow rate and throughput are rather low because target particles need a long residence time to be exposed to the force field. The auxiliary system supplying the force field further complicates the design, although it may bring flexibility and controllability to the device. In contrast, passive techniques only rely on intrinsic hydrodynamic forces or channel geometry [16] [17] [18] [19] [20] . Passive devices are simple and could provide a much higher throughput. As a passive technique, inertial microfluidics employing inertial migration 21 and inertial effects of fluid (secondary flow) 20 and particles (centrifugal force) 22 under a high flow speed can provide excellent separation efficiency and purity with a massive throughput. Inertial microfluidics is also label-free, which eliminates the need for potentially cell-damaging immunolabelling procedures, and promises a cost-effective cell separation method for downstream biological assays 23 . Generally, there are 6 criteria to evaluate inertial microfluidic separation/sorting device. (i) Footprint. A small device footprint not only reduces the fabrication cost, but also improves the portability. (ii) Throughput. High throughput is essential in processing a large volume of sample, and it is actually the main advantage of inertial microfluidics. (iii) Parallelizability. An effective method to amplify the throughput is to pattern parallel channels in the same device. Basically, a microchannel with linear structure (e.g. straight or serpentine) is prone to be parallelised. (iv) Performance. High separation purity and efficiency (or recovery ratio) are important for the downstream application, including enumeration, molecular assay and drug screening, etc. (v) Resolution. The minimum particle property (size, deformability and shape) difference required to achieve effective particle separation. (vi) Complexity. Sheath flow and complicated microchannel structure (e.g. double layer microchannel) are not in favour of fabrication costs and portability. Although great progress in the inertial microfludics has been achieved recently [24] [25] [26] [27] , so far there is still lack of techniques with an integrative ability to satisfy all the required criteria simultaneously.
There are four basic types of microchannel structures used in inertial microfluidics: straight channel 24, 28 , expansion-contraction array channel [29] [30] , spiral channel 26, 31 and serpentine channel 3 . Lee et al. reported a series of particle separation in an expansion-contraction array (CEA) channel, including polystyrene beads of 4 mm and 10 mm in diameter 32 , blood plasma from red blood cells 33 and cancer cells from whole blood 29 . These devices can handle highly concentrated bio-particle samples such as undiluted whole blood (1 3 10 9 counts/ml) using a sheath flow. However, the inclusion of a sheath flow will certainly complicate the whole system, diluting the sample and potentially causing contamination. In addition, microvortex-aided trapping and separation in the similar microchannels was also developed 27, [34] [35] [36] [37] . It is believed as one of most size-sensitive separation methods which employs size-selective trapping of microvortex within expansion-contraction chambers 24 . The group of Di Carlo has conducted a series of investigation on its trapping sensitivity and efficiency by a variety of bio-samples, including cancer cells spiked in blood 34 , pleural fluids 37 and blood sample 27 from cancer patients. This device basically works in batch procedures, and specifically effective in trapping of rare cells (e.g. CTCs), due to limited capacity in expansion-contraction chambers. Later, Wang et al. 36 proposed a modified microvortex-aided device by adding a side outlet in each chamber to continuously siphon larger particles from chambers, facilitating high efficiency and high purity size-based particle separation in a continuous manner. Although with great separation performance achieved, this kind of devices is still facing challenges about separation of smaller particles, as their functional cut-off size is relatively large (15 mm in diameter 34, 37 and 20 mm in diameter 36 ). Spiral channels were investigated extensively for particle separation by Papautsky's group 31 42 employed a similar spiral channel to isolate CTCs from blood, and achieved a recovery rate of more than 85%. Apart from that, a clinical validation with positive detection of CTCs from all the blood samples of cancer patients was reported 42 . At the same time, Guan et al. 43 introduced a novel spiral micro-channel with a trapezoidal cross-section and showed a higher separation resolution than those with rectangular cross-section. Later, isolation CTCs from cancer patient blood samples was demonstrated by this slanted spiral micro-channel 26 from the same group. A high throughput of 1.7 ml/min and increased CTC capture efficiency were achieved. Although the spiral micro-channel has a great potential for real clinical application, its throughput is still limited due to difficulties in parallelisation. A linear channel structure is more preferred for parallelization design.
Mach and Di Carlo 28 reported a massively parallelized microfluidic device that passively separates pathogenic bacteria from diluted blood. The device consists of 40 single straight micro-channels placed as a radial array. Each single channel consists of three different cross-sections, and uses a unique differential transit time by sizedependent inertial lift forces to obtain cell separation. Zhou et al. 24 utilized a more polished design of size and length for their cascaded straight channels. The separation concept is based on their theory of two-stage inertial migration which permits precise prediction of particle or cell position within the micro-channel. A much higher separation efficiency (, 99%) and purity (, 90%) were achieved. However, the sizes (width 3 height) of channel cross-section (27 mm 3 50 mm upstream segment, 100 mm 3 50 mm downstream segment for separation of 9.94 mm and 20 mm particles) were restrained to provide enough lateral inertial lift force. The small cross section leads to a high fluidic resistance, which needs more power to pump the sample into the microfluidic device. In addition, the channel is relatively long (.36 mm) leading to a large device footprint.
In terms of small footprint and easy parallelization, a serpentine channel with linear structure is an optimal choice. A serpentine channel not only is easy to parallelise, but also can achieve focusing and separation within a much shorter length due to the assistance of secondary flow 22, 45 . Unfortunately, little effort has been paid to separate particles by a serpentine channel in inertial microfluidics. Besides a complicated hybrid microfluidic device which combines hydrodynamic size-based deterministic lateral displacement, inertial focusing in an asymmetric serpentine channel and magnetophoresis to separate cancer cells from leukocytes 46 , only one attempt to develop an inertial filtration device using an asymmetrical serpentine channel was reported 3 . In this filtration system, large particles were well focused and small particles below a threshold remained unfocused and randomly distributed. Therefore, large particles were completely removed from the mixture, leaving behind small particles with a high purity (90%-100%). However, because small particles are still unfocused, plenty of them will enter the reservoirs meant for large particles, leading to undesirable purity (,20%) of large particles collection. Also the recovery efficiency of small particles was low (,56%). Ambitious work is still needed to separate binary particles mixture with high purity and high efficiency.
In order to provide a continuous separation technique with highthroughput, good parallelizability, small footprint and high separation performance, we proposed an innovative inertial microfluidic device which can continuously separate particles based on the sizedependent differential equilibrium positions. The differential focusing phenomenon is partially based on the concept of our previous study 47 , where both Dean drag force and particle centrifugal force (DC force) dominate particles migration in a serpentine channel. A single focusing streak can be achieved at the centre of the channel. As inertial lift force, Dean drag force and particle centrifugal force scale differently with the particle size. Particles below a certain threshold could be dominated by the inertial lift force, and are focused along two sides of the channel. Therefore, a complete separation can be achieved with a proper outlet system. First, we examined the focusing pattern of different-sized particles under varying conditions. The results were placed into the Reynolds number -particle size operation space. After that, the available working area for particle separation can be easily determined. Then, we tested the separation of two pairs of polystyrene particle mixtures (3-mm/10-mm, and 5-mm/13-mm particles). We achieved a very high purity of both small particles (.99%) and large particles (.90%) after a single separation process at a flow rate of 600 ml/min. Finally, we successfully demonstrated the separation of biological particles (erythroleukemia cells and 5-mm polystyrene particles, and human blood cells and erythroleukemia cells) with outstanding performance.
Results
Three different focusing patterns in a serpentine channel. When the flow rate was increased from 100 ml/min to 1000 ml/min, three different particle focusing patterns were observed in a serpentine channel. If the flow condition was below a threshold A, particles were focused along the two sides of the channel. The distances between the focused streaks and the side walls were both around 38 mm (19% channel width), which was close to the reported inertial equilibrium positions in a straight channel 25, 32, 48 , so we expected that the observed two-sided focusing is an inertial lift force dominated phenomenon. Under this flow condition (region I in Fig. 1a ), inertial lift force was stronger than the DC force, and dominated the final equilibrium positions of particles. In our previous test with a straight channel of the same cross section, distinct focusing positions were not apparent even after a channel length of 40 mm. This is due to the insufficient inertial lift force to push particles to their inertial equilibrium positions within 40 mm length (supplementary Fig. S1a ), and maybe a longer channel is needed. While, in a serpentine channel, these focusing positions were obvious within a much shorter channel length of 10 mm as shown in supplementary Fig. S1(b) . Probably due to the combined effect of Dean flow and centrifuge force, particles can reach stable inertial equilibrium positions more quickly 22 . When flow condition exceeded a level B (region III in Fig. 1a) , we proved in our previous study that the resultant effect of DC force was much greater than the inertial lift force in the serpentine channel, and a single focusing position along the channel centre can be achieved 47 . When the flow was in the region between A and B (region II in Fig. 1a) , a transition phenomenon occurred. The inertial lift force and the DC force were of the same order of magnitude, and competed against each other. Particles occupied the space between the two streaks and formed a single but wide streak band. The focused streaks approached the channel centre symmetrically as the flow rate increased, and finally formed a stable single streak, where DC force began to dominate the movement of particles. The areas of regions I and III depend on the particle size. Generally, large particles have a wider region III, and a lower threshold B. Small particles have a wider region I, and a higher threshold A. If there is any overlap between these two regions (A p1 $ B p2 ) for two different particle sizes, the complete separation of particles is possible, according to their differential equilibrium positions along the channel width (Fig. 1b) . The size-based separation mechanism proposed in the present paper is built upon the above phenomenon.
Differential equilibrium positions of different-sized particles. In order to determine the working conditions for complete particle separation, particles with a series of sizes were tested in the serpentine channel. Fluorescent streak images of different-sized particles at the outlet are plotted in Figure 2a , which shows that smaller particles had a wider region I, and particles were occupying two sides of the channel. A more intriguing phenomenon was that small particles (#5 mm) become unfocused rather than focused into the centre of the channel even at a large Reynolds number (Re C 5 160,200), which was different from their large counterparts ($8 mm). Two effects are responsible for this phenomenon. First, mixing effects of Dean vortex were more effective on small particles. Small particles were prone to being retained by the counter-rotating streamlines of a Dean vortex, so that focusing at the centre of the channel is hard to be obtained. Yoon et al. 39 demonstrated that particles smaller than 27% of the channel height posed an inward velocity due to the mixing effects in a curved channel. We recently found that this ratio could be as small as 20% in a low-aspect-ratio serpentine channel, due to the suppression on mixing streamlines 47 . In this work, the channel height was 42 mm, so particles smaller than 8 mm were prone to being affected by the mixing effects of Dean flow. Therefore, the theory of Dean drag force and particle centrifugal force (DC force) induced central focusing may be not suitable for these small particles. Second, even at our high testing flow condition, DC force maybe still cannot overcome inertial lift force, so that this defocusing status could remain longer downstream. Unfortunately, it is impossible to scale these forces quantitatively to determine the particle size threshold. Particles are unstable within channel cross-section, and their movement speed and direction along channel cross-section is uncertain, causing varying Dean drag force. Moreover, the exact mechanism how Dean drag force and particle centrifuge force collaborate together to fight against inertial lift force is still unclear.
The focusing pattern of different-sized particles was placed into three standard regions, and plotted in the channel Reynolds number versus particles size operation map (Fig. 2b) , which indicates the available working area for the separation of particles with specific sizes. The operation map shows a distinct overlap between region I of 3 mm and 5 mm particles and region III of 10 mm and 13 mm particles. The transition threshold A for 3 mm (A3 5 130) and 5 mm (A5 5 120) particles was obviously higher than the transition threshold B for 10 mm (B10 5 107) and 13 mm (B13 5 90) particles. So it is possible to completely separate particles based on their size-dependent differential equilibrium positions in the serpentine channel, a fact that will be demonstrated in the following sections. The quantitative particle Fig. S2 . The streak position is not only useful for the determination of the available flow condition, but also important for designing a proper outlet system for particle separation.
Separation of polystyrene particles. A mixture of fluorescent particles with diameters of 3 mm and 10 mm were tested in the designed device to demonstrate the concept of complete separation. Figure 3a is a schematic illustration of microchannel structure used for particle separation in the present work. Pillar arrays acting as a filter upstream of the serpentine channel was used to prevent clogging by large debris. A trifurcating outlet system was placed at the end of serpentine channel. For simple handling, the two symmetrical side branches were merged together into a single outlet.
The fluorescent images of particles at different periods in the serpentine channel are shown in Figure 3b . Particles were randomly distributed at the channel inlet [ Fig. 3b(i) ]. After passing through several serpentine periods, large particles migrated into the channel centre dominated by the DC force, while small particles occupied two sides of the channel due to the dominant inertial lift force [ Fig. 3b(ii,v) ]. At the end, a three-branch outlet system was used to collect particles from different lateral positions [ Fig. 3b(vi) ]. Fig. 3c (ii)], facilitating particle separation by size.
Figure 3c(iii) shows particle suspensions before and after the treatment by the microfluidic device, clearly indicates an effective separation for the particles mixture.
The particles mixture was tested in the microfluidic device with different throughputs to quantitatively evaluate the separation performance. Particle concentration, particle purity (collected target particle number/collected total number 24 ) and separation efficiency (collected target particle number/input target particle number 1, 49 ) were measured and shown in Figures 4b,d , respectively. The sample collected from outlet #2 had a very high purity (,99%) of small 3-mm particles, due to excellent focusing of larger 10-mm particles at the channel centre. However, for collection from outlet #1, purity of large 10-mm particles was not as high as expected. The maximum purity was around 88.7%, although this value was much greater than the input purity of 24.2%. The main reason is that small 3-mm particles still could not experience enough inertial lift force in the migration process even with the assistance of DC force. There was no distinct single lateral equilibrium position for them, but a wide band area (Fig. 2a) . The wide band reduced the separation distance between large and small particles along the lateral direction, and increased the possibility of small particles entering outlet #1, finally deteriorated the purity of the collected large 10-mm particles. In addition, the separation efficiencies for both large particles and small particles are more than 90% (97.5% for 10-mm particles and 92.8% for 3-mm particles), which implies that most input particles can be effectively separated and recovered at their corresponding collectors. We also tested the separation of a mixture of 5-mm and 13-mm particles. Since 5-mm particles had a larger size and experienced a much larger inertial lift force (F L ) and DC force (F D & F cent ) as well as a faster lateral migration speed than 3-mm particles, two narrow focusing streaks along the channel could be observed in Figure 2a . As expected, at the optimal flow rate (600 ml/min), the purity of large 13-mm particles collected at outlet #1 could be as high as 91.6%. Small 5-mm particles collected at outlet #2 (Fig. 5c ) also achieved a high separation purity of more than 99.2%. The fluorescent images of particles from the control and outlets in the hemocytometer showed the excellent separation performance of our device (Fig. 5a ). It should be noted that the purity of collected particles sample is taken from a single process, so it is expected that complete separation with purity of more than 99% could be obtained with a cascading process.
Separation of biological particles. Murine erythroleukemia (MEL) cells and 5-mm polystyrene beads. MEL cells, as a commonly used model of red blood cell biology [50] [51] , are used to investigate molecular events involved in the oncogenesis of erythroleukemias 52 . Microscopic measurements of 70 randomly selected MEL cells revealed that live MEL cells have a mean diameter ,12.6 mm with a standard deviation of ,2 mm. In order to test the separation capacity of our device on biological cells, MEL cells were mixed with 5 mm polystyrene particles at a ratio of ,151 in PBS solution. The mixture was then pumped into the microfluidic device under the optimal flow rate of 600 ml/min. Beads and MEL cells concentration and purity from input mixture and two collections from outlets were plotted in Figures 6a and 6b . Their bright field and fluorescent images were shown in supplementary Fig. S3 . Within our expectations, sample collected from outlet #2 resulted in a very high purity (,98%) of 5-mm particles. Also, a high purity of ,94.9% was also achieved for MEL cells obtained from outlet #1. The flow cytometric data (plotted as forward scatter FSC and side scatter SSC) were shown in Figure 6c , which further supports the high separation performance of our device. Additionally, MEL cells were spiked into the human blood sample as a model of circulating tumours cells. The ratio of MEL cells to human blood cells was set as 15100, and the concentration of the whole cells was around 5 3 10 7 /ml. The results of separation of MEL cells from human blood cells in a single process were plotted in supplementary Fig. S4 . The purity of MEL cells can be improved from 1.25% to 45.4%, indicating an effective isolation and enrichment of MEL cells. And it demonstrated the ability of our device on the separation and isolation of CTCs from cancer patients' blood sample for the diagnosis and prognosis.
Discussion
Particle separation in the device reported here relies on the overlap area between inertial lift force dominated region (region I) and DC dominated region (region III) for different-sized particles (Fig. 2b) . Normally, small particles have a wider region I, and large particles have a wider region III. The overlap between these areas is the working space available for particle separation. It should be noted that the particle mixture is assumed to be diluted, and particle-particle interaction is negligible. Smaller and larger particles will migrate to their own equilibrium positions without interfering each other. However, in a dense mixture, the interaction and even collision of particles may affect the focusing process and final focusing width.
Examining the transition region II (Fig. 2) more closely, we observed some intriguing phenomena. At the entrance of this region, apart from two-sided focusing streaks, another clear focusing streak arises at the centre of the channel. This central focusing streak is expected to be the initial result of the DC force. From the intensity profile of fluorescent streaks, most particles are located within these three streaks (supplementary Fig. S5 ). In contrast to the increasing intensity of the central focusing streak, two-sided focusing streaks have decreasing intensity and move closer to the channel centre at an increasing flow rate. The three streaks finally merge together forming a single central focusing streak.
The cut-off size of particles in our device was around 8 mm, equivalent to 20% of the channel height. Demonstrated size difference for particle separation were 7 mm (for 3-mm and 10-mm particles mixture) and 8 mm (for 5-mm and 13-mm particles mixture) respectively. Here we defined that the complete separation happened at the overlap of region I and region III (Fig. 2b) . In the actual situation, an efficient separation can still be achieved between region I and region II. In the region II, particles are focused to a band at the channel centre, which have not reached complete focusing. If the lateral distance between this focusing band of large particles and two-sided focusing streaks of small particles is large enough, particle separation can still be achieved with carefully tailored trifurcating outlets. For example, under the condition of a channel Reynolds number of Re C 5 120 (Fig. 2a) , particles with diameter of 8 mm are focused at the central area of channel with a width of 37 mm. Under the same flow condition, 5-mm particles are focused at the two sides of the channel symmetrically, 58 mm away from channel centre, with each streak width of about 15 mm. So the minimum lateral distance between 8-mm and 5-mm particle streaks is about 32 mm, which is still sufficient for particle separation using the right outlet geometry. Therefore, the actual size difference for complete particle separation could be much smaller, even less than 3 mm.
In our work, due to the assistance from secondary flow, inertial focusing can be achieved within much shorter channel length in a serpentine channel than that in a straight channel 24 , therefore leading to a smaller device footprint. Although the throughput of a single serpentine channel demonstrated here is 600 ml/min, which is far less than 1.7 ml/min for a state-of-the art spiral channel 26 , it can be easily scaled up by massive parallelization due to its linear structure. For example, a device with eight parallel serpentine channels can reach a throughput of 4.8 ml/min (supplementary Fig. S6 ). In addition, the separation performance (purity and efficiency) is improved greatly than the reported asymmetric serpentine channel 3 , and even comparable to the most outstanding inertial microfluidic devices 24, 29, 32 . After a detailed comparison of existing inertial microfluidic techniques to our work (see supplementary Table S1 ), we can conclude that our device holds an integrative advantage over existing ones, including excellent separation purity and efficiency, good parallelizability, small footprint and high separation resolution, although it is not significantly superior over the existing ones on specific single criteria.
Challenges of our work. Since the inertial lift force, secondary flow drag and particle centrifugal force are all proportional to particle size, inertial focusing and separation performance is quite sensitive to particle size. In our work, we found that focusing performance of small particles (3-mm) is not as good as large particles (10-mm). This can be verified by the fluorescent profile of 3-mm and 10-mm particles at the outlet (Fig. 3c(ii) ). The full width at half maximums (FWHM) of 3-mm particles is more than 27 mm, which is 9 times of its particle diameter, while the corresponding FWHM value for 10-mm particles is less than 20 mm, only 2 times of its particle diameter. The wide distribution of 3-mm particles increases the possibility of contamination on large particles collection. That's why the purity of large particle collection is always worse than small particle collection, while the efficiency is often better. In order to acquire high separation performance for both large and small particles, a more efficient way is needed to improve focusing of small particles, e.g. extension of channel length or modification of channel dimension. Additionally, before separation, quite a lot of tests are needed to determine exact thresholds of three focusing patterns for each sized particles, then to determine available flow condition for separation of specific particles mixture. However, this kind of calibration is necessary for all the inertial microfludic devices until the exact mechanism of inertial focusing process is uncovered.
In conclusion, the proposed inertial microfluidic device is expected to be a good alternative for the conventional separation devices. And it promises a cost-effective, label free and robust method for cell preparation and clinical diagnosis.
Methods
Device fabrication. Based on our previous study of particle inertial focusing 47 , we implemented a trifurcating outlet at the end of the channel, so that three different particle streaks could be collected in the corresponding branches. The two-sided symmetrical bifurcations were combined to a single outlet to simplify handling. The device with a single serpentine channel has a footprint of 36 mm 3 5 mm. The device was fabricated by standard photolithography and soft lithography techniques. The detailed fabricating procedure was given elsewhere 53 .
Cell culture. Murine erythroleukemia (MEL) cells were maintained in a complete culture medium (RPMI-1640 medium containing 10% fetal calf serum and 2 mM Lglutamine) at 37uC and 95% air/5% CO 2 as previously described 54 . In order to visualise the trajectory of MEL cells in the microfluidic device, MEL cells were labelled using PKH26 red fluorescent cell linker kit (Sigma-Aldrich, Product No. P9691) according to the manufacturer's instructions as follows. Cell clusters were removed using a 70-mm cell strainer (Becton Dickinson, Product No. 352350) and the single cell suspension was washed twice with serum-free RPMI-1640 medium (400 3 g for 5 min at 22uC). Cells (2 3 10 7 ) were then resuspended in 1 ml of Diluent C (Product No. G8278) and rapidly mixed with 1 ml of Diluent C containing 2 3 10 26 M PKH26 ethanolic dye solution (Product No. P9691). Immediately following mixing, 2 ml of fetal calf serum was added, and the mixture was incubated for 1 min. The cells were then washed three times in 10 ml of complete medium (400 3 g for 5 min at 22uC) and finally suspended in the complete medium at ,4. beads and PKH26-labelled MEL cells were mixed by a ratio of , 151, and suspended in phosphate-buffered saline (PBS) with a MEL cell concentration of ,2.46 3 10 6 /ml. The whole blood was donated from a healthy male. The MEL cells were spiked into the whole blood sample, with a ratio of ,15100 for the separation of MEL cells from whole blood. The mixture was diluted by PBS to the concentration of the whole cells around 7.5 3 10 7 counts/ml.
Experimental setup and method. The microfluidic device was placed on an inverted microscope (CKX41, Olympus), illuminated by a mercury arc lamp. Particle suspension was pumped by a syringe pump (Legato 100, KD Scientific). The fluorescent images were observed and captured by a CCD camera (Rolera Bolt, Qimaging), and then post-processed and analysed using the software Q-Capture Pro 7 (Q-imaging). The exposure time for each frame was kept constant at 100 ms. The concentrations of particles and cells were measured by a hemocytometry. The purity of particle suspensions collected from different outlets was calculated from three measurements by hemocytometry. An LSR II flow cytometer (BD Biosciences) was used to further verify the purity from two collections. The flow cytometer data was analysed using FlowJo software (Tree Star).
